Neck contracture as a rare complication of cervical soft tissue expansion.
An unusual complication using an inflatable silicon implant for removing postburn scarred tissue of the neck and face is described. The appearance of a fibrotic band along the inflating tube caused neck contracture. The purpose of this article is to present this uncommon complication and to emphasize the technical error when using the tissue expander in the neck region.